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Identifier 1 Identifier 2 Analysis Comment Preparation Method 

235493 HW12 g(1785) P-37612 2C1 02/10/2012 hd_9v.met 

Additional Information 
lnfomation Gas Configuration 

Peak Center found at [1962] Gas H2 

Background: 4.55 mV,1.74 mV Magnet [Steps] 980 

Pressure Adjustment: Left: 9015.2 Right: 9008.9 (Manual A Cups 1 

Ref. Name: d 2H/1 H 
I vs. I 

2.0 

HD-5b -263.980 I /SMOv1 
0 H3 Factor 2.370689 

Raw Data 
lnt.2 lnt.3 lnt.2 lnt.3 rR 3H2/2H2 R rd 3H2/2H2 [per d d 2H/1 H 
Sample Sample Standard Standard 3H2/2H2 mil] vs. HD-5b 3H2/2H2 [per mil] vs. 
[mV] [mV] [mV] [mV] [per mil] VS MOW 

vs. 
\IC•.,--..,., 

Pre 8996.909 2267.170 

1 8997.525 2467.133 8984.331 2263.621 0.2528709 0.000251 96.297 -193.104 -193.104 

2 8992.042 2465.794 8970.503 2260.211 0.2529022 0.000251 96.364 -193.054 -193.054 

3 8984.154 2463.760 8958.325 2257.091 0.2529352 0.000251 96.355 -193.061 -193.061 

4 8978.514 2461.087 8945.307 2253.249 0.2528233 0.000251 95.890 -193.403 -193.403 

5 8971.525 2459.564 8931.519 2249.513 0.2528836 0.000251 96.220 -193.160 -193.160 

6 8963.779 2457.921 8917.663 2245.582 0.2529555 0.000251 96.564 -192.907 -192.907 

Evaluated Data 

Mean Std.Dev. ST. Error Atom% Outlier 

d 3H2/2H2 [per mil] vs. VSMC -193.115 0.164 0.067 0 

d 2H/1 H [per mil] vs. VSMOW -193.115 0.164 0.067 0.012566 0 
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